Anesthesia machine as a cause of intraoperative "code red" in the labor and delivery suite.
Fire is a rare but potentially disastrous operating room misadventure. I herein describe the first reported case of a fire in the labor and delivery suite, which also happens to be the first case of a fire caused by malfunctioning anesthesia machine.